Very late stent fracture associated with a sirolimus-eluting stent.
Late stent thrombosis (>1 year after implantation) is a recognised complication involving drug-eluting stents. Stent fracture is increasingly being reported as a complication of drug-eluting stent, and in particular sirolimus-eluting stent use. We report the case of very late sirolimus-eluting stent fracture resulting in an acute coronary syndrome. This case report highlights the need for greater awareness and post-marketing surveillance to detect a potential mechanism for late stent thrombosis in the drug-eluting stent era.